[A new method of non-invasive determination of the cardiac minute volume in ventilated patients].
A method for the determination of stroke volume and cardiac output from pulse-synchronized variations of pressure in mechanically ventilated patients is described. A comparison with 20 readings obtained by thermodilution showed good correlation (r = 0.9866).